Reducing the risk of burns and shocks during lontophoresis.
Although uncommon, burns and shocks can occur during iontophoresis treatments. A thorough understanding of the proper operation of iontophoresis equipment, along with proper preparation of the treatment site, can significantly reduce the likelihood of injuries.